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A001 Chamber Performance Test Report
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Within 30 days after the completion of performance testing of the refurbished
CTS anechoic chamber, the contractor shall deliver a test report which documents
the results of the testing and shows that the specification has been satisfied.

A soft-copy document delivered via e-mail is preferred over a paper copy.
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